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GAS ANALYSIS

PART III

connections between  the  burette  and   pipette are
now opened, and the electric current, which should

FIG. 91.

be just strong enough, to maintain the spiral at a
red heat, is turned on. Any electrical apparatus
furnishing a current of sufficient strength to heat